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Suitability of Electron Paramagnetic Resonance (EPR) spectroscopy for criticality dosimetry was evaluated for tooth enamel,
mannose and alanine pellets during the `international intercomparison of criticality dosimetry techniques' at the SILENE
reactor held in Valduc in June 2002, France. These three materials were irradiated in neutron and gamma-ray ®elds of various
relative intensities and spectral distributions in order to evaluate their neutron sensitivity. The neutron response was found to
be around 10% for tooth enamel, 45% for mannose and between 40 and 90% for alanine pellets according their type.
According to the IAEA recommendations on the early estimate of criticality accident absorbed dose, analyzed results show the
EPR potentiality and complementarity with regular criticality techniques.
INTRODUCTION
Electron Paramagnetic Resonance (EPR) was pro-
posed many years ago as a method to assess radia-
tion dose(1), based on the measurements of the
concentration of free radicals induced by ionizing
radiation in irradiated materials. Stability of radio-
induced free radicals in solid materials allows long-
term retrospective dosimetry. In the last 20 y, EPR
retrospective dosimetry performed on available nat-
ural or arti®cial materials (bone and tooth tissues,
polymers, sucrose, etc.), has been helpful for indivi-
dual dose reconstruction after radiological accidents,
especially in case of lack of personal dosemeters,
orphan sources found by public or malfunctioning
of radiotherapy facility(2±7). In particular, tooth
enamel dosimetry has been established as a very
effective tool for photon dose assessment in popu-
lated areas contaminated after bomb explosion(8) or
nuclear power plant accident(9,10). It is worth noting
that in most of the accidents only photon exposure
was involved, nevertheless, in some cases such as
criticality accidents, as for example Tokai Mura,
the neutron dose component may not be ignored.
The only studies which dealt with fast neutron dosi-
metry using EPR, mainly concerned alanine and
sucrose(11±14). In particular, these materials have
been tested during the criticality accident intercom-
parison performed in Valduc, France in 1993(14). The
results showed that alanine pellets estimate, in addi-
tion to the photon dose, almost half of the neutron
dose. Sucrose responds similarly, but a dose-depen-
dent time instability of the EPR signal limits its
use(14). To our knowledge, only one study was pub-
lished on tooth enamel response for neutrons of
energy comparable to ®ssion spectrum(15).
The aim of this present work is to study the in¯u-
ence of the radiation quality factor on the EPR
material sensitivity in order to estimate the neutron
contribution to the total dose for a mixed neutron
gamma ®eld. During the `international intercompar-
ison of criticality dosimetry techniques' held in
Valduc, France, in June 2002, three types of materi-
als were exposed to the SILENE reactor mixed
®elds: tooth enamel, alanine pellets of different
types and mannose. Despite of medical restrictions
concerning enamel removal from irradiated persons,
neutron dependence of tooth enamel was investi-
gated, because, on one hand, it can be useful for a
later dose reconstruction and on the other hand, the
technique is on fast development for in vivo applica-
tion. According to the promising results concerning
alanine in the previous studies(11±14), alanine pellets
with different compositions were compared: 10B
doped and conventional alanine pellets. Mannose,
whose neutron response was already studied by lyo-
luminescence(16,17), was also investigated as an EPR
material for criticality dosimetry.
MATERIALS AND METHODS
Description of the reactor
Samples were irradiated at the SILENE reactor dur-
ing the `international intercomparison of criticality
dosimetry techniques' held in Valduc (France) in
June 2002. This facility, dedicated to experimental
research, provides mixed gamma and neutron ®eld
as those encountered in criticality accidents(18,19).Corresponding author: francois.trompier@irsn.fr
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Sample preparation
The samples were independently prepared and mea-
sured in three different laboratories: at the Institute
for Radiological Protection and Nuclear Safety
(IRSN), at the Istituto Superiore di Sanita (ISS)
and at the University of Palermo (UNIPA).
Tooth enamel
Tooth enamel samples were prepared from molar
teeth extracted for medical indications. At IRSN,
whole teeth were irradiated without speci®c prepara-
tion. After irradiation, they were prepared with the
use of hard alloy dental drill and crashed with the
use of nippers to particle with average size of
1.5 mm. Samples were cleaned with acetic acid
and acetone. At ISS, six molar teeth were cut along
the sagittal plane. Half of each tooth was irradiated
in a head-like phantom, and, after the irradiation,
they were prepared following the ISS enamel powder
preparation(20). The other half of each tooth was ®rst
prepared as enamel powder samples following the
ISS procedure(20) and then individually measured
with EPR. The measured spectra were taken as the
control spectra for the half teeth irradiated in
the head phantom. After the EPR measurement,
the powder samples were pooled together and then
divided in seven aliquots of 120 mg mass. One
aliquot was not irradiated in the neutron beam and
was used as a control sample of the pool. The other
six aliquots were used for neutron irradiation in a
miniphantom.
Alanine
Two types of alanine dosemeters were studied: com-
mercial alanine pellets (Bruker), conventional and
10B doped alanine pellets, both manufactured at
UNIPA according to the preparation procedure
described by Bartolotta et al.(21).
Mannose
D-Mannose purchased from Prolabo, France, was
used without further preparation. Samples were
placed in a cylindrical plastic container.
Sample irradiation
Three experiments were performed at the SILENE
reactor, with various neutron to gamma ratios and
different spectral distributions. The characteristics of
each experiment are given in Table 1. The samples
were circularly placed at 4 m from the reactor core at
a height of 1.2 m above the ¯oor corresponding to
the centre of the SILENE reactor tank. For each
experiment, the samples were irradiated in the fol-
lowing conditions: a pair of whole teeth, mannose
and alanine in free air, two half teeth (belonging to
two different molar teeth) in a PMMA (polymethyl
methacrylate) cylindrical phantom simulating a
head, two enamel powder samples in PMMA
miniphantoms(20).
Reference dosimetry
The neutron and gamma tissue kerma, were separ-
ately estimated. For samples irradiated in free air,
the gamma dosimetry was carried out with alumina
powder. Standards in terms of tissue kerma have
been established with a 60Co reference source. This
thermoluminescent detector (TLD) has a weak
response to neutrons(22). For tooth samples irra-
diated in the head-like phantom, ®ve TLD-300
(CaF2 : Tm) were placed on the top of the tooth, in
order to measure the gamma dose inside the cylin-
der. TLD measurements were performed with a
TOLEDO reader. The uncertainties were respect-
ively estimated at 5% for alumina and 30% for
TLD 300 at 2s.
The neutron tissue kerma was given by silicon
diodes used as passive detectors(23). These silicon
diodes produced in Czech Republic has negligible
response to photons(23). The uncertainties were
given at 15% at 2s.
EPR measurements
EPR measurements were performed at room tem-
perature with spectrometers operating in X-band.
The IRSN and the ISS spectrometers were equipped
with high-Q cavities (ER4"122SHQ at IRSN and
SHQ at ISS), provided with an internal standard of
Mn2/MgO. The UNIPA spectrometer was
equipped with a TE102 rectangular cavity. Unless
stated otherwise, the spectra recording conditions
and parameters were those described by Ivannikov
et al.(24), by Fattibene et al.(20) and by Bartolotta
et al.(21) for the measurements carried out respec-
tively at IRSN, ISS and UNIPA.
Dose estimation procedure
IRSN procedure
For tooth enamel, alanine and mannose, the radio-
induced signal intensity was determined as its max-
imum amplitude and normalized to the mass and to




Experiment 1 Free evolution 1.25 1017 Bare
Experiment 2 Steady state 7.25 1016 Lead
Experiment 3 Free evolution 1.54 1017 Lead
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the internal standard intensity line. For tooth
enamel, the native background signal was subtracted
using a spectrum deconvolution software provided
by MRRC, Russia(25). For alanine and mannose no
initial signal was observed. In the case of mannose,
since a short life radical overlapped the main radio-
induced signal(26), measurements were performed at
least 2 months after irradiation(26). The total
absorbed dose was then determined from a 60Co
calibration curve in term of tissue kerma respecting
conditions of electronic equilibrium.
ISS procedure
For enamel, the signal intensity was determined with
a EPR powder spectrum simulation software. The
signal intensity was corrected by a number of fac-
tors, which take into account the sample mass, the
manganese line intensity, the microwave cavity ®ll-
ing factor and the systematic contribution from the
microwave cavity signal. For each sample, the cor-
rected signal intensity of the respective control sam-
ple was subtracted. The total dose was evaluated
from a calibration curve established at ISS with a
60Co source.
UNIPA procedure
The peak-to-peak height of the ESR central line of
each irradiated dosemeter was measured and nor-
malised to the mass of the dosemeter and to the
spectrometer reference standard; the mean value of
normalised signal intensity of non-irradiated sam-
ples was also subtracted. The total absorbed dose
was obtained by means of a 60Co calibration factor;
irradiations of alanine and 10B±alanine dosemeters
for calibration purposes were carried out at ISS
with the same facility used for the tooth enamel
calibration.
RESULTS AND DISCUSSION
For all the samples, no signi®cant qualitative differ-
ences were found between the EPR spectra following
the 60Co irradiations performed for calibration
curves and neutron±gamma irradiations at the
SILENE reactor. Therefore, it was not possible to
separate neutron and photon components. The refer-
ence dosimetry was then used to estimate the relative
neutron sensitivity, which was de®ned as the differ-
ence between EPR total dose and photon dose
divided by neutron kerma, all terms expressed in
tissue kerma.
The photon and neutron doses measured by TLD
and silicon diodes are given in Table 2. The total
mean doses estimated by EPR are given in Tables 3
and 4. The relative sensitivity to neutrons is given for
each material in Table 5.
For all experiments, EPR results underestimate
total dose reference. For the lead con®gurations,
results for the different materials are consistent
with previous studies. For the bare con®guration,
neutron sensitivity for all exposed material is found
lower by roughly a factor 2 and with higher uncer-
tainties compared to lead con®guration results. The
lead reactor con®guration, with roughly a factor 10
between neutron and photon in term of kerma, is
then the most propitious con®guration to evaluate it
Table 3. Average of total doses estimated by EPR measurements on tooth enamel irradiated in free air, in miniphantom and in
a head-like phantom expressed in tissue kerma (Gy).
Average of EPR total dose in enamel (Gy)
Free air (IRSN) Miniphantom (ISS) Head phantom (ISS)
Experiment 1 2.56 0.09 2.04 0.09 2.17 0.09
Experiment 2 0.33 0.12 0.24 0.09 0.26 0.09
Experiment 3 0.38 0.12 0.36 0.09 0.45 0.09
Table 2. Reference dosimetry results (tissue kerma).
Photon dose (Gy) Neutron dose (Gy)
Silicon diode
Alumina TLD 300
Experiment 1 2.50 0.13 2.13 0.64 1.74 0.26
Experiment 2 0.14 0.02 0.17 0.06 0.79 0.12
Experiment 3 0.30 0.03 0.37 0.12 1.74 0.26
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with minimal uncertainties. Thus, only results in lead
con®guration should be taken into account for neu-
tron sensitivity estimation and compared with pre-
vious work.
Tooth enamel
The tooth enamel sensitivity to neutrons is estimated
to be 0.1 for the lead con®gurations, which
is, considering associated uncertainties, in agreement
with Bochvar et al.(15) results. Bochvar et al. found
a response function of tooth enamel to neutrons
equal to 0.03, comparing the response to neutrons
of 1 keV ± 1 MeV with gamma rays response
(60Co, 137Cs). For the bare con®guration, results
are more scattered, the neutron sensitivity ranges
between ÿ0.27 and 0.04.
Total mean doses are slightly higher in the head-
like phantom than in the miniphantom. The differ-
ence is very likely due to the secondary gamma
generated by neutron interactions in the phantom.
This additional dose in phantom does not exceed
theoretically 10% of the neutron dose under 1 cm
of tissue(27). However, considering the uncertainties,
the phantom in¯uence can be considered as negligi-
ble in this range of dose. For whole teeth irradiated
in free air, as the enamel background dose was not
taken into account and may not be negligible, then
dose results are slightly higher than in scattering
medium.
Alanine
The relative neutron response of commercial pellets
from Bruker was found to be 0.42 and 0.20 respect-
ively for lead and bare con®gurations, which is in
good agreement with previous works. Relative
response to 60Co gamma rays measured by Schraube
et al. was found to be 0.36±0.5 for neutron energies
between 0.5 and 2 MeV with 20% paraf®n mix-
ture(12). Bermann found 0.54 for 2.0 MeV and 0.57
for 1.8 MeV(11,13). Katsumura et al. reported a rela-
tive response of 0.40 and 0.54 for ®ssion neutron(11)
and D'Errico et al. for the previous SILENE inter-
comparison (1993) found 0.45(14).
The response of the UNIPA alanine dosemeters
was found to be 0.47 for the borated alanine and
0.55 for conventional alanine in bare con®guration
and respectively 0.71 and 0.88 for lead con®guration.
The sensitivity for UNIPA conventional dosemeter
is twice higher than Brucker or ISS pellets irradiated
during the last SILENE intercomparison in 1993(14).
Considering the weak dose component of thermal
neutron in the SILENE ®eld, the effect of 10B only
partially compensates the smaller amount of alanine
in the dosemeter (50% less than in conventional
dosemeters). The detection limits of both UNIPA
pellets estimated around 1 Gy did not allow estimat-
ing dose for the steady state experiment.
Mannose
Mannose was found slightly less sensitive to neutron
than commercial sugar exposed in the 1993 inter-
comparison. For lead and bare con®gurations, the
relative response to neutron was estimated to be 0.43
and 0.24, respectively. Detection limit estimated
around 0.5 Gy did not allow estimating dose in the
steady state experiment. Mannose results are consist-
ent with the literature; for instance, with lyolumines-
cence techniques; Puite et al.(16) and Ettinger et al.(17)













Experiment 1 0.24 0.15 0.20 0.18 0.55 0.23 0.47 0.21 0.03 0.09 ÿ0.26 0.10 0.02 0.09
Experiment 2 <DL Not exposed <DL <DL 0.24 0.12 0.13 0.12 0.11 0.12
Experiment 3 0.43 0.09 0.42 0.08 0.88 0.17 0.71 0.14 0.05 0.07 0.04 0.05 0.05 0.09
Table 4. Average of total doses estimated by EPR measurements on alanine and mannose expressed in tissue kerma (Gy).









Experiment 1 2.83 0.28 3.45 0.35 3.29 0.33 2.92 0.23
Experiment 2 Not exposed <DL <DL <DL
Experiment 3 1.00 0.10 1.83 0.18 1.54 0.15 1.05 0.12
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found respectively a response relatively to 60Co
gamma rays of 0.34 for ®ssion neutrons and 0.2 for
1 MeV neutrons. As for commercial sugar, mannose
showed a time dependence shape line spectrum mod-
i®cation, which was already observed by Bartlett
et al.(28). The signal stabilization occurred within 2
months after irradiation. However, an annealing
treatment at low temperature seems allowing similar
signal stabilization(26) and could be studied as post-
irradiation treatment to solve this time dependence
signal problem.
CONCLUSION
Tooth enamel neutron sensitivity was found to be
weak for the SILENE neutron energies. Neverthe-
less, tooth enamel can be an accurate estimator of
the photon component in a mixed neutron±gamma
®eld. Alanine pellets allow to measure at least 90% of
the total dose delivered in a mixed neutron±gamma
®eld. Mannose results show potentiality of this mate-
rial for mixed ®eld dose assessment, especially con-
sidering a possible neutron sensitivity improvement
as done for alanine by adding a binder.
This study shows the potentiality and the advant-
age of the EPR technique. Two different axes for the
use of EPR technique in the ®eld of criticality acci-
dent dose reconstruction can be distinguished. The
®rst one concerned development and study of EPR
materials for a speci®c dosemeter dedicated to criti-
cality accident using tissue equivalent materials such
as alanine or mannose for example. The second one,
based on the materials exposed from the victims
(enamel or bone) or in their vicinity (sugar) that
could be used for dose reconstruction, could be com-
plementary of regular activation measurement tech-
nique, especially when no dosemeter is worn or for
lower level exposition. The EPR technique seems
fully answer to accident dose reconstruction require-
ment, either in term of detection limit, uncertainties
or dose estimation delay.
ACKNOWLEDGEMENTS
F.T. wishes to thank C. ItieÂ and C. Texier for the
gamma irradiations, and the staff of the SILENE
reactor in Valduc. P.F. and A.C. wish to thank
M. Angelone of ENEA C.R. Frascati, for the
measurements of the TLD 300.
REFERENCES
1. Brady, J. M., Aarestad, N. O. and Swartz, H. M. In
vivo dosimetry by electron spin resonance spectroscopy.
Health Phys. 15, 43±47 (1968).
2. Shiraishi, K., Wanisuksombut, W., Chinudomsub, K.,
Suzuki, G. and Nishizawa, K. ESR dose estimation of
the radiological accident in Samut-Prakarn Thailand
using sugar samples and an ESR method. Adv. ESR
Appl. 18, 207±209 (2002).
3. Shiraishi, K., Iwasaki, M., Miyazawa, C., Yonehara, H.
and Matsumoto, M. ESR dosimetry in the JCO
criticality accident. Adv. ESR Appl. 18, 203±206
(2002).
4. HuÈtt, G., Brodski, L. and Polyakov, V. Gamma-ray
dose assessment after the 1994 radiation accident in
Kiisa (Estonia): preliminary results. Appl. Radiat. Isot.
47, 1329±1334 (1996).
5. Schauer, D. A., Coursey, B. M., Dick, C. E.,
McLaughlin, W. L., Puhl, J. M., Desrosiers, M. F.
and Jacobson, A. D. A radiation accident at an indus-
trial accelerator facility. Health Phys. 65, 131±140
(1993).
6. Desrosiers, M. F. In vivo assessment of radiation expo-
sure. Health Phys. 61, 859±861 (1991).
7. Sagstuen, E., Theisen, H. and Henriksen, T. Dosimetry
by ESR spectroscopy following a radiation accident.
Health Phys. 45, 961±968 (1983).
8. Ikeya, M., Miyajima, J. and Okajima, S. EPR dosime-
try for atomic bomb survivors using shell buttons
and tooth enamel. Jpn. J. Appl. Phys. 23, 697±699
(1984).
9. Ishii, H., Ikeya, M. and Okano, M. EPR dosimetry of
teeth of residents close to Chernobyl reactor accident.
J. Nucl. Sci. Technol. 27, 1153±1155 (1990).
10. Serezhenkov, V. A., Domracheva, E. V., Klevezal, G. A.,
Kulikov, S. M., Kuznetsov, S. A., Mordvintcev, P. I.,
Sukhovskaya,L.I.,Schklovsky-Kordi,N.E.,Vanin,A.F.,
Voevodskaya, N. V. and Vorobiev, A. I. Radiation dosi-
metry for residents of the Chernobyl region: a comparison
of cytogenetic and electron spin resonance methods.
Radiat. Prot. Dosim. 42, 33±36 (1992).
11. Katsumura, Y., Tabata, Y., Segushi, T., Morishita, N.
and Kojima, T. Fast neutron irradiation effects-III.
Sensitivity of alanine systems for fast neutron having
an energy of 1 MeV. Radiat. Phys. Chem. 28,
337±341 (1986).
12. Schraube, H., Weitzenegger, E., Wieser, A. and
Regulla, D. F. Fast neutron response of alanine probe.
Appl. Radiat. Isot. 40, 941±944 (1989).
13. Waligorski, P. R., Danialy, G, Kim Sun, L. and Katz, R.
The response of the alanine detector after charged-parti-
cle and neutron irradiations. Appl. Radiat. Isot. 40,
923±933 (1989).
14. D'errico, F., Fattibene, P., Onori, S. and Pantaloni, M.
Criticality accident dosimetry with ESR spectroscopy.
Appl. Radiat. Isot. 47, 1335±1339 (1996).
15. Bochvar, I. A., Kleschchenko, E. D., Kushnereva, K. K.
and Levochkin, F. K. Sensitivity of human tooth enamel
to a-radiation and neutrons. Atomic Energy 83, 845±847
(1997).
16. Puite, K. J. and Crebolder, D. L. J. M. Lyoluminescence
dosimetry in photon and fast neutron beams. Phys. Med.
Biol. 22, 1136±1145 (1977).
17. Ettinger, K. V., Mallard, J. R., Srirath, S. and Taka-
var, A. Lyoluminescence dosimetry with some sacchar-
ides. Phys. Med. Biol. 22, 481±489 (1977).
18. Medioni, R. and Dela®eld, H. J. An international inter-
comparison of criticality accident dosimetry systems at
the SILENE reactor, Valduc, 7±18 June 1993, part 1:
reactor and reference dosimetry of radiation ®elds.
Report HPS/TR/H1(95) (1995).
DOSIMETRY IN MIXED FIELD
441
19. Verrey, B. and Jacquet, X. SILENE facility: a tool
for international criticality exercise. In: Proceeding of
the 9th symposium on neutron dosimetry, Delft,
28 September 23±October 3, 2003. Radiat Prot.
Dosim. 110(1±4) (2004).
20. Fattibene, P., Anglone, M., Pillon, M. and De Coste, V.
Tooth enamel dosimetric response to 2.8 MeV neutrons.
Nucl. Instrum. Meth. B 201, 480±490 (2003).
21. Bartolotta, A., Brai, M., Caputo, V., De Caro, V.,
Giannola, L. I., Rap, R., Teri, G. ESR solid-state
dosimetry: behaviour of various amino acids and blend
preparation procedures. Radiat. Prot. Dosim. 84(1±4),
293±296 (1999).
22. Spurny, F., Medioni, R. and Portal, G. Energy transfer
to some TLD materials by neutrons: Comparison of
theoretical and experimental data. Nucl. Instrurm.
Meth. 138, 165±171 (1977).
23. Prouza, Z., Obraz, O., Sopko, B., Spurny, F., Skubal, A.,
Kits, J. and Latal, F. Dosimetric parameters of a new
Czechoslovak neutron Si diode. Radiat. Prot. Dosim. 28,
277±281 (1989).
24. Ivannikov, A. I., Trompier, F., Gaillard-Lecanu, E.,
Skvortsov, V. G. and Stepanenko, V. F. Optimisation
of recording conditions for the EPR signal used in dental
enamel dosimetry. Radiat. Prot. Dosim. 101(1±4), 531±
538 (2002).
25. Ivannikov, A. I., Skvortsov, V. G., Stepanenko, V. F.,
Tikunov, D. D., Takada, J. and Hoshi, M. EPR Tooth
enamel dosimetry: optimisation of the automated spec-
tra deconvolution routine. Health Phys. 81, 124±137
(2001).
26. Bartlett, D. T., Brown, J. K. and Durran, S. A. Lyo-
luminescence and electron spin resonance measurements
on D-mannose: effects of storage and annealing. Radiat.
Eff. 66, 233±248 (1982).
27. Snyder, W. S. and Neufeld, J. Calculated depth dose
curves in tissue for broad beams of fast neutrons. Br. J.
Radiol. 28, 342±350 (1955).
28. Bartlett, D. T. and Brown, J. K. Irradiation effects in
D-mannose as studied by electron spin resonance spec-
troscopy. Radiat. Eff. 41, 43±46 (1979).
F. TROMPIER ET AL.
442
